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ФГУ НИИТ и ИОФГУ НИИТ и ИО

The biotechnical control systemThe biotechnical control system
of rotary blood pumpof rotary blood pump

VAD connectionVAD connection
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BTS structureBTS structure

General equations for indirect General equations for indirect 
measurementsmeasurements
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BTS model block schemeBTS model block scheme
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Thank you!Thank you!


